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Abstract

Pulse transit time (PTT) difference (PTTD) to the fore-
head and finger dynamics are compared to pulse arrival
time towards the finger (PATF) dynamics during a tilt ta-
ble test. Two frequency bands, where different physiolog-
ical information is expected, are analyzed: low frequency
(LF) influenced by both sympathetic and parasympathetic
activity, and high frequency (HF) influenced by parasym-
pathetic activity. As PATF, PTTD is influenced by PTT, but
in contrast to PATF, PTTD is not influenced by the pre-
ejection period (PEP). This is advantaging in certain ap-
plications such as arterial stiffness assessment or blood
pressure estimation.

Results showed higher correlation between PTTD and
PATF during rest stages than during tilt stage, when the
PEP dynamics have stronger effect in PATF dynamics.
This suggests that PTTD variability can potentially be a
surrogate of PTT variability that is not influenced by PEP,
which is advantaging in the previously mentioned appli-
cations. However, further studies must be elaborated in
order to evaluate the potential of PTTD in such specific
applications.

1. Introduction

Pulse transit time (PTT) is defined as the time that the
pressure wave takes to propagate between two points of
the arterial branches. PTT represents a tool for assessing
arterial stiffness, and it also seems to be the best basis for
a non-invasive-ubiquitous-cuff-less BP monitor [1].

Two points of the arterial tree are needed for the PTT
computation: the proximal and the distal points. The
last one, distal point, is usually measured at the periphery
based on pulse photoplethysmographic (PPG) signal. The
first one, proximal point, is usually the aortic valve. As
the instant when the aortic valve opens is very difficult to

be accurately detected, a surrogate is usually used. Prob-
ably, the most used surrogate is the R-wave in the electro-
cardiogram (ECG), leading to the so-called pulse arrival
time (PAT). PAT is not exactly the PTT, as it includes the
time interval between ventricular depolarization and the
opening of the aortic valve which is known as pre-ejection
period (PEP) and it varies beat-to-beat. These variations
make the PAT more inconvenient than the PTT for cer-
tain applications, such as arterial stiffness assessment [2]
or blood pressure (BP) estimation, specially when estimat-
ing diastolic and/or mean BP [1].

This motivates the study of some alternatives to ECG
for measuring the proximal point, including ballistocar-
diogram, seismocardiogram, and impedance cardiography
[1]. Another approach to avoid the influence of PEP con-
sists of measuring the difference of 2 distal instants, get-
ting the difference of two PATs affected by the same PEP
and so, PTT difference (PTTD). As PTT, PTTD has been
studied for arterial stiffness assessment [3], and it also has
been studied as a surrogate of PTT [4]. However, the study
in [4] reported an analysis of correlation of PTTD and PAT
signals during rest conditions within the whole spectrum,
while several modulations with different physiological ori-
gins are expected in PTT signals [5, 6]. In this paper, an
analysis of the correlation between PTTD and PAT towards
the finger (PATF) dynamics in different frequency bands
during a tilt table test is presented.

2. Materials and methods

2.1. Data and preprocessing

ECG and PPG data were simultaneously recorded from
14 volunteers (10 male). The protocol consisted of 10 min-
utes in early supine position (Rest1), followed by 5 min-
utes tilted up 80◦ (Tilt), and 5 minutes back to supine po-
sition (Rest2). The automatically controlled tilt table takes
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1 minute to change position.
Specifically, these data included ECG lead II, a trans-

mission PPG signal at the index finger and a reflection
PPG signal acquired at the forehead, all of them acquired
by Cardioholter6.2-8E78 (BMII, Lithuania). The sampling
rate was 500 Hz for the ECG signal and 250 Hz for both
PPG signals. Cubic spline interpolation was used for ob-
taining a 1000 Hz version of each signal in order to in-
crease the time resolution of the fiducial points.

For the 3 signals, the baseline was attenuated by apply-
ing a high-pass filter with a cut-off frequency of 0.3 Hz. In
addition, a low-pass filter was applied to the PPG signals
using a cut-off frequency of 35 Hz in case of the transmis-
sion PPG signal, and 15 Hz in case of the reflection signal
which is lower due to the smoother variations of this signal.
Artifacts in PPG signals were automatically detected by an
algorithm based on Hjorth parameters [7] and corrected by
visual inspection.

2.2. Estimation of parameters

The maximum of the R wave of each QRS complex
(nRi ) was detected by using a wavelet-based algorithm [8].
The fiducial point chosen for the PPG signals was the
medium-amplitude point (nMFi and nMHi

), for the finger-
and the head-PPG signals, respectively), defined as that in-
stant when the PPG pulse have reached the half of its am-
plitude. These points were automatically detected by using
a low-pass-derivative-filter-based algorithm [9].

PAT was measured as the difference of those fiducial
points detected at the finger-PPG signal and those detected
in the ECG signal:

xu

PATF(nMFi) = [nMFi − nRi ] δ(nMFi), (1)
where the superscript “u” denotes that the signal is un-

evenly sampled. Similarly, xu

PATH(nMFi) was computed as
the difference of nMHi

and nRi .
As the finger PAT and forehead PAT are affected by the

same PEP, the PTTD can be measured as the PAT differ-
ence, i.e.:

xu

PTTD(nMFi) = [nMFi − nMHi
] δ(nMFi). (2)

Subsequently, 4-Hz evenly sampled versions of
xu

PATF(nMFi), x
u

PATH(nMFi), and xu

PTTD(nMFi) were obtained by
cubic spline interpolation, being denoted xPATF(n), xPATH(n),
and xPTTD(n), respectively. An example of these signals is
shown in Fig. 2. Definitions of PATF, PATH, and PTTD
are illustrated in Fig. 1.

2.3. Correlation and power analyses

Two different 300-order-FIR-band-pass filters were ap-
plied to xPATF(n), xPATH(n), and xPTTD(n) signals. These
band-pass filters correspond to two of the classical bands
for heart rate variability (HRV) analysis [10], as physio-
logical information is expected in these two bands in PTT:
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Figure 1. Example of ECG (a), and finger (b) and fore-
head PPG (c) signals, and definitions of PATF, PATH, and
PTTD.
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Figure 2. Example of PATF (a), PTTD (b), and PATH (c)
signals during Rest1 and Tilt.

• Low frequency (LF): [0.04, 0.15] Hz. As PTT is re-
lated to BP, PTT is expected to follow the Mayer wave
(sympathetic-associated) [5] which is typically within this
band.
• High frequency (HF): [0.15, 0.4] Hz. PTT is expected
to follow the respiration (parasympathetic-associated) [6],
which is typically within this band.

The resulting band-pass signals were analyzed in 30 s
length running windows with a 50% of overlap for subse-
quent analysis. Correlation coefficient between each pair
of signals were computed for both bands. Before com-
puting the correlation coefficient within each time window
and frequency band, the delay between two signals was es-
timated (and corrected) as the lag which maximizes their
cross correlation (accepting a maximum delay of 1 s).

In addition, the power within LF (PLF) and HF (PHF) were
computed for the same time windows by using xPTTD(n),
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Figure 3. Boxplots of obtained intra-subject medians of obtained correlation coefficients between PTTD-PATF (a), PATF-
PATH (b), and PTTD-PATH (c), and boxplots of obtained intra-subject medians of PLF and PHF of PTTD (d), PATF (e),
and PATH (f), for each frequency band and stage of the protocol. Significant differences according to the Wilcoxon paired
statistical test are denoted between compared groups with � for LF band (� if p <0.05, �� if p <0.01, and ��� if
p <0.001) and, similarly, with � for HF band.

xPATF(n), and xPATH(n) and the classical periodogram.

3. Results

Figure 3 illustrates the obtained intra-subject medians
of correlation coefficients between PTTD-PATF, PATF-
PATH, and PTTD-PATH. Obtained intra-subject medians
of PLF and PHF of PTTD, PATF, and PATH, for each stage
of the protocol are also illustrated. Significant differences
(p <0.05) according to the Wilcoxon paired statistical test
are also shown in Fig 3. Note that no significant differ-
ences were found between Rest1 and Rest2 in any case.

4. Discussion and conclusions

This paper presents an analysis of correlation between
the PTTD and PATF dynamics in different frequency
bands. Dividing the analysis in frequency bands is im-
portant because several modulations with different physio-
logical origins are expected in PTT signals and, therefore,
a PTT signal can follow these different modulations in a
different manner. For a better understanding, correlations
between PATF and PATH, and between PTTD and PATH
have been also analyzed.

The proportionality of PTTD and PATF/PATH is not in
the same direction along the time. A possible explanation
to this observation could be different actions of the auto-
nomic nervous system in blood vessels from the heart to
the finger than to the forehead. For example, a sympa-
thetic activation stiffs arteries making faster both pressure
waves, towards the finger (PWF) and towards the forehead

(PWH). The effect in xPATF(n) and xPATH(n) is a decrease,
while the effect in xPTTD(n) depends on which pressure
wave is more accelerated: the effect in xPTTD(n) is also a
decrease if PWF is more accelerated than PWH, but the
effect is an increase if PWH is the one more accelerated.
Another possible effect is the difference of lengths of the
paths traveled by PWF and PWH. The effect of a pressure
wave velocity change in its associated PAT depends on the
traveled space: the more traveled space, the more effect in
PAT of a velocity change.

Powers of xPTTD(n), xPATF(n), and xPATH(n) within LF and
HF bands were also studied. Obtained PHF for xPATF(n)
was significantly higher during Tilt (4.59E-3 s2) than dur-
ing rest stages (2.77E-3 and 2.58E-3 s2) according to the
Wilcoxon paired test, while significant differences for PLF

were found only when comparing Tilt (2.61E-3 s2) to
Rest2 (1.74E-3 s2). It is worthy to note that more data
are available for Rest1 (10 minutes) than for Rest2 (5 min-
utes). On the other hand, PLF of xPATH(n) was significantly
higher during Tilt (18.38E-3 s2) than during rest stages
(6.50E-3 and 7.58E-3 s2). These observations suggest that
respiration effect in xPATF(n) is stronger during Tilt, and
they suggest also that xPATH(n) is more affected by the sym-
pathetic tone than xPATF(n).

PTTD and PAT from 12 subjects were analyzed dur-
ing stationary conditions in [4]. A correlation coefficient
was computed for each subject, from the entire PTTD and
PATF signals and for the whole frequency spectrum. The
inter-subject mean ± standard deviation were reported,
and they vary from 0.05±0.18 to 0.86±0.06 depending
on the used fiducial points. As the signals were analyzed
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in the whole spectrum, the computed correlations may be
much more affected by one of the modulations being stud-
ied in this paper, or even by lower frequency components
such as signal trends.

Results obtained in this study show a high correla-
tion between PTTD and PATF in LF band (0.75/0.24,
median/interquartile range) and a little lower for HF
(0.69/0.18) in Rest1. No significant differences were
found with the values obtained for Rest2 (0.68/0.25 and
0.68/0.28, respectively) according to the Wilcoxon paired
test.

A correlation coefficient of 0.85 between PAT towards
the toe and PTTD to the toe and finger was reported in [3],
where an analysis during a less aggressive tilt test (30◦)
was presented. In this study, the tilt stage is more ag-
gressive (80◦) and obtained correlation during this stage
is lower (0.19/0.81 for LF and 0.50/0.40 for HF), and it
is also signifcantly lower than those obtained during rest
stages according to the Wilcoxon paired test for LF. The
reason of this observation may be that PEP dynamics have
a stronger effect in PATF dynamics during tilt stage. It is
worthy to note that PATF and PATH obtained a higher cor-
relation within LF during tilt stage (0.86/0.31) than for rest
stages (0.54/0.38 and 0.60/0.70), being significantly differ-
ent in the case of Rest1. This observation is coherent with
the hypothesis of that PEP dynamics have a stronger ef-
fect in PAT dynamics during tilt stage. This hypothesis is
also coherent with [11] where correlation between PEP and
PATF is reported to be higher as the tilt angle increases.
This PEP dynamics predominance in PAT dynamics may
be due to the increase of sympatho-vagal balance induced
by tilt, or it may be due to the postural change. One lim-
itation of this study is the impossibility of separating both
effects.

Another limitation of this study is the absence of a respi-
ratory signal which would allow us to ensure that respira-
tion is in HF band, and/or removing those subjects whose
respiration is outside HF band in order not to confound the
physiological interpretation of the LF and HF bands.

In conclusion, results suggest that PTTD is a non-
invasisve measure potentially correlated with PTT and it is
not influenced by PEP, which is advantaging in some appli-
cations such as arterial stiffness assessment or BP estima-
tion. PTTD to the Forehead and Finger can be measured by
two photoplethysmographs, making it suitable for imple-
mentation in wearable devices and smartphones [4]. How-
ever, further studies must be elaborated in order to evaluate
the potential of PTTD in such specific applications.
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